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Endothelial progenitor cells (EPCs) have been identified as a crucial 
factor for re-endothelialization after stenting, thereby resulting in the 
prevention of stent thrombosis and neointimal hyperplasia. Because EPCs can 
be introduced by antibody–antigen interactions, the exploration of suitable 
antibody and the biocompatible surface modification technology including its 
immobilization are essential for developing an EPC-capturing stent.  
In this study, we fabricated a biofunctional stent with EPC specificity by 
grafting a hydrophilic poly(ethylene glycol) (PEG) and consecutively 
immobilizing the antibody against vascular endothelial-cadherin (VE-
cadherin) which is a specific EPC surface marker. We chose VE-cadherin as 
an ideal target because it is exclusively expressed on the late EPCs and 
regulates cellular processes such as proliferation. 
Above all, the correlation between surface properties and protein 
 ii 
adsorption was investigated in terms of hydrophilicy and micro-roughness. 
From the quantitative fibrinogen adsorption assay, it was suggested that the 
hydrophilic and smooth surface was the best choice to reduce protein 
adsorption. When developing EPC-capturing stent, biocompatible surface is 
important because non-specific protein adsorption usually causes unfavorable 
responses and the adsorbed proteins interfere with the molecular recognition 
between antibody on the stent and EPCs in bloodstream.  
Based on our correlation study, the surface of a stainless steel stent was 
sequentially modified by acid treatment, silanization and covalent attachment 
of polymers not only to improve biocompatibility but also to introduce 
functional groups on the stent surface. This polymer-grafted stent intactly 
immobilized anti-VE-cadherin antibodies through peptide coupling procedure. 
A variety of surface analysis methods such as AFM, AES, FE-SEM, and 
CLSM confirmed whether each step proceeded well as planned. 
 In cellular experiment, our EPC-capturing stent specifically captured 
the EPCs (96±7 vs. 15±3) whereas THP-1s, human acute monocytic leukemia 
cells, were not adsorbed, when compared to bare stainless steel as a control. 
Furthermore, we confirmed that the recruited EPCs immediately developed 
the endothelial cell layers on the surface-modified stent.  
Through rabbit iliac artery study model, we compared the capability of 
bare stainless steel stent and our EPC-capturing stent with regard to re-
endothelialization and neointimal hyperplasia. Over 90% of EPC-capturing 
stent was covered with endothelial cell within 3 days, whereas bare stainless 
steel stent was covered less than 10%. Neointimal area in stented vessel at 42 
days was quite smaller in EPC-capturing stent than in bare stainless steel stent 
(0.95±0.22 mm
2
 vs. 1.34±0.43 mm
2
). These are totally due to high EPC 
specificity of the modified stent surface. In addition, immunohistochemical 
analysis revealed that our surface coating did not induce any further 
inflammation. 
 iii 
These positive in vitro and in vivo results will encourage the extensive 
application of biofunctional surface modification technology for a variety of 
medical devices.  
 
 
Keywords: stent, surface modification, protein adsorption, endothelial 
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I.1. General Introduction 
 
Heart disease describes a variety of disorders and failures in conditions 
that can affect the heart. The most common type of this is coronary artery 
disease, also called coronary heart disease and cardiovascular disease. The 
word 'coronary' means crown and it is the name given to the arteries that 
circle the heart like a crown. The coronary arteries supply the heart muscle 
with oxygen and nutrients, similar with fuel pipe in a car.  
 
Coronary artery disease develops when one or more of the coronary 
arteries that supply the blood to the heart become narrower than they used to 
be. This happens due to a buildup of cholesterol and other substances inside 
the wall of the blood vessel. When the coronary arteries which start out 
smooth and elastic, become narrow and rigid, blood flow to the heart is 
restricted. Then, heart becomes starved of oxygen and the vital nutrients it 
needs to pump properly. From this inadequacy, heart muscle tissue can be 
damaged and thus angina or a myocardial infarction can occur.  
 
At present, coronary artery disease is ranked No.1 killer among all 
medical diseases in USA and No. 3 killer in Korea. While one in every 5 
deaths in the USA occurs due to this disease, over fourteen million Americans 
are estimated to have active symptoms related to this precarious condition. 
From the OECD health reports, coronary artery diseases are the leading cause 
of mortality in almost all OECD countries. Considering a whole circulatory 
disease, it accounted for 35% of all deaths.  
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Recently, many technological advances to treat coronary artery diseases 
have been achieved and new devices for coronary interventions have been 
tested
1
. Previously, the bypass surgery was mainly performed. Herein, arteries 
or veins from elsewhere in the patient’s body are grafted to the coronary 
arteries to bypass inside narrowing area and improve the blood supply to the 
coronary circulation. This surgery necessitates the usage of cardiopulmonary 
bypass with the heart stopped. It is not only dangerous but also painful for 
patients. Since the introduction of a catheter-based percutaneous transluminal 
coronary angioplasty
2
 (PTCA) by Dr. Gruntzig in 1977, major progress has 
rapidly begun in the clinical practice. This minimally-invasive procedure 
leads to less patient trauma, faster recovery times and less expense. However, 
it raised a stiff problem, 30-40% re-narrowing ratio. In 1986, Puel and 
Sigwart deployed the first coronary stent in the narrowed vessel with balloon 
angioplasty
3
. Then, the stent was approved for use in USA by the FDA in 
1994. This is innovative device to resolve a couple of complications derived 
from traditional PTCA
4
. Since then, cardiologists have the most commonly 




   
         (a)                                 (b) 
Figure 1. Traditional coronary artery interventions; (a) bypass surgery, 
        (b) balloon angioplasty.  
        Source: American Heart Association website (www.heart.org) 
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I.2. What Is a Stent? 
 
A stent is a wire mesh tube support placed inside a coronary artery to 
keep the vessel open. It is small but strong enough to be inserted with a 
catheter to fit inside an artery to prop it open and prevent widened artery from 
collapsing. The stent exerts a continuous radial pressure on diseased coronary 
artery, resulting in a compression of atherosclerotic plaques, sealing of 
dissections and expansion of coronary vessel (Figure 2). In the years to come, 
this stent will be increasingly used for treating heart diseases due to its 





Figure 2. Schematic view of stenting to the blocked coronary artery. 
            Source: Bostonscientific website (www.bostonscientific.com)  
 
One major difference between balloon angioplasty and stenting is that in 
angioplasty, the balloon which was inflated to push plaque is then removed, 
and nothing is left behind in the patient’s vessel. On the contrary, a stent is 
permanently implanted in the patient’s vessel.  
 
Taking a look at the stenting procedure, a stent is mounted on a balloon 
catheter in a crimped or collapsed state before operation. Through a small 
 4 
opening in a blood vessel of the patient’s groin, arm or neck, a thin and 
flexible catheter with the stent is threaded. Then, the stent on the tip of 
catheter is moved to the narrow section of the artery. When the balloon is 
inflated, the stent expands or opens up and pushes itself against the inner wall 
of the coronary artery. This holds the artery open and restores inadequate 
blood flow even after the balloon is deflated and removed (Figure 3). During 
these procedures, special x-ray movies, angiograms, help the doctor position 
the catheter (Figure 4). 
 
   
       (a)                   (b)                  (c) 
Figure 3. Procedures of stenting surgery; (a) stent insertion,   
        (b) stent expansion by balloon inflation, (c) stent implantation.  
        Source: University of Ottawa heart institute website 
                  (www.ottawaheart.ca) 
 
  
Figure 4. Angiograms of stenting surgery
7
. 
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I.3. Stent Market 
 
Due to aging population and rising obesity rate, coronary artery disease 
has increased, continually. Moreover, as the Asian diet pattern is becoming 
more westernized, coronary artery disease is recognized to be the main cause 
of death over the world in the future. 
 
Accordingly, the stent market has grown rapidly and the stent is one of 
the biggest items in the field of medical device. From the Global Industry 
Analysts (GIA) report, the global market for coronary stents is forecasted to 
reach 9.8 billion dollars by the year 2017. Further, growing awareness and 
substantial clinical evidence supporting the efficacy, technological 
advancements drives high penetration levels, particularly in the affluent, 
developed markets. The future holds ample scope for development of the 
coronary stents market given the huge demand and the large number of high-
profile innovations underway. Especially, untapped and developing markets 
of Asia and Latin America will propel rapid growth and expansion in this 
market. The worldwide stent procedures are expected to increase from 
1,167,000 in 2000 to 3,200,000 in 2012. 
 
Although the market size is huge, the global coronary stent market is 
largely dominated by a handful of international giant players. It is typical 
figure for high-tech industry. Key participants are Abbott, Boston Scientific, 
Medtronic and OrbusNeich. Recently, Johnson & Johnson, another major 
player, decided to exit the stent market due to the fierce competition. 
 
Until 2004, bare metal stent accounted for most of the market. However, 
 6 
since the first drug-eluting stent, sirolimus-eluting Cypher stent received FDA 
approval in 2003, drug-eluting stent segment has been driving the market, 
contributing 60-70% of global market. Now, drug-eluting stent is estimated 
that it is superior to bare metal stent in terms of safety and efficacy, showing 
statistically lower rates of major adverse cardiac events.  
  
 
Figure 5. Global revenue of bare metal stent and drug-eluting stent. 
 
As the technological advancement is getting accelerated ranging from 
material and geometric design to surface modification and drug, the market 
has been dynamically changed. Once a better device is launched, intense 
competition ensues and the new device usually dominates the majority of the 
market. Moreover, the interventional cardiologists are known to adopt new 
technologies rapidly.  
 
As shown in the Figure 6, leadership in the coronary stent market shifted 
many times. For example, Boston Scientific which developed paclitaxel-
eluting Taxus stent emerged as a strong player since 2004. Recently, 




Figure 6. USA total stent market shares.  
        Source: Kim, J. et, al. Future of the coronary stent market. 
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I.4. Issues with the Stent 
 
Although coronary artery stents have received widespread application, 
some significant limitations exist as ever
8,9
. Accordingly, various types of 
stents such as drug-eluting stent, bioactive stent, and biodegradable stent have 
been actively developed and they alleviated the related complications (Table 
1). However, there are still plenty of rooms for improving the clinical 
performance in a field of respective limitations.  
 
Table 1. Types of Coronary Artery Stents  
Stent type Description Examples 
Bare Metal Stent 
Without any coating,  
the first-generation stent 
Bx Velocity (J&J) 
Express2 (Medronic) 
Drug-eluting Stent 
Slowly releasing a drug to 
block cell proliferation 

















Restenosis means a re-narrowing of the stented blood vessel, leading to 





The failure mode of implantable vascular stents varies according to the 
final expanded diameter. While aortic stents, large diameter devices, are the 
most susceptible to corrosion that leads to degradation of mechanical integrity, 
coronary artery stents, small diameter and medium diameter stents, are prone 
to neointimal hyperplasia that leads to in-stent-restenosis. The vessel recoil 
and negative remodeling are not detected after stenting, different from balloon 
angioplasty
11
. Neointimal hyperplasia results from: (1) a foreign body 
response to the stent; and (2) a healing response to the injury caused by the 
stent implantation
12
. Factors that seem to influence the neointimal hyperplasia 
are genetic factors, local disease-related factors, stent delivery-related factors 
and stent-related factors. 
 
 









① Platelet Aggregation: Immediately after stent placement, endothelial 
denudation and medial dissection are induced by the mechanical injury. This 
injury causes platelets aggregation and activation, initiating an inflammatory 
cascade. 
 
② Inflammatory Phase: Over the next few days to weeks, a variety of 
inflammation-related cells gather at the injury site, secrete their own factors 
and induce the healing process. 
 
③ Proliferation Phase: The inflammatory phase stimulates smooth 
muscle cells (SMCs) migration and proliferation. This is enabled by 
leukocytes cells releasing and activating tissue-digesting enzymes. SMCs 
migrate to the substrate for neointimal formation and thus form an overgrown, 
obstructing scar. 
 
④ Late Remodeling: A neointimal layer is produced by proliferating 
SMCs and extracellular matrix. Inflammatory mediators and cellular elements 
contribute to trigger a complex event that modulates matrix production. As it 
develops, the blood flow is gradually reduced.   
 
In-stent-restenosis has been the principal drawback of coronary 
angioplasty since its inception. It is commonly defined as lumen loss of over 
50% caused following stent placement
15
 (Figure 8). The in-stent-restenosis 
peaks at about the third month and reaches a plateau between the third and 
sixth months after stent implantation
16,17
. This complication occurs in about 
 11 
20% of the procedures in a case of bare metal stent. In practice, out of 1 
million patients who underwent stenting in 1999, in-stent-restenosis has 
occurred in about 250,000 patients
18
. Recently, after drug-eluting stents which 
effectively inhibit cellular proliferation were developed, the ratio of in-stent-
restenosis was significantly reduced to less than 10%.  
 
  






Thrombosis is the formation of a blood clot inside a blood vessel, which 
hampers the circulating flow of blood. When a blood vessel is injured, a blood 
clot is developed to prevent blood loss by using platelets and fibrin (Figure 9). 
Stent thrombosis is uncommon. However, it is serious and fatal because of its 
abruptness, whereas in-stent restenosis proceeds gradually. 
 
All stents are foreign bodies in terms of the vessel wall and thus induce 
platelet adhesion and activation of the coagulation cascade. Furthermore, 
high-pressure implantation with noncompliant balloons leads to significant 
vascular injury, with exposure of thrombogenic molecules of the subintima 
and media to the bloodstream. As a result, potent platelet inhibition made the 
process feasible. However, the mechanism is not fully understood because it 
is complex and closely related the patient factors. 
 
 
      




The advent of drug-eluting stent has largely solved the problem of 
restenosis
20,21,22,23,24
. However, thrombus problem still remains. Unfortunately, 
it is revealed that drug-eluting stent causes rapid total blockage of the artery 
more than bare metal stent, resulting in an acute myocardial infarction or even 
sudden death. Currently, the most significant issue in cardiology is about 




A drug-eluting stent has successfully inhibited cell growth within the 
stented area. Drugs are responsible for preventing vascular smooth muscle 
cell proliferation and migration. As a result, they also impair re-
endothelialization
26
, as shown in Figure 10. The delayed vascular healing 
leaves the surface of the stent itself directly exposed to the blood flow for a 
very long period of time, a few months or years. When blood comes in direct 
contact with the surface of the stent, the clotting mechanism can be engaged, 
which can lead to thrombosis
27
. Therefore, after the interventions with drug-
eluting stents, dual anti-platelet therapy combined with aspirin and 
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Numerous reports have described the occurrence of acute (<1 day), 
subacute (<30 days), late (>30 days) and very late (>1 year) stent thrombosis 
after drug-eluting stent implantation
30
. Notably, many cardiologists have 
experienced very late stent thrombosis (~3 years after implantation and 
beyond) in a number of patients. It was not seen with bare metal stent. In a 
large analysis of >38,000 patients from 2 academic referral hospitals, 
anigiographically documented thrombosis was noted at 2.9% in drug-eluting 









Since stent’s inception, 316L stainless steel has been widely used in 
developing coronary artery stents due to its good corrosion resistance and 
excellent mechanical property. Despite of these advantages, there are some 
problems derived from stainless steel such as low radio-opacity and surface 
bio-fouling. Therefore, new stent material to improve the performance has 
been consistently investigated.  
 
Early in stent development, key characteristics were the ease with which 
a device could be tracked through to the target vessel and cross through 
lesions. These features were mainly affected by strut thickness, because 
thinner struts lead to more flexibility and reduce cross-sectional profiles. 
There was also a hypothesis that thinner struts would decrease restenosis rates. 
This led to the initial introduction of cobalt-chromium alloy-based stents. For 
example, Abbott developed Multi-Link Vision coronary stent, utilizing cobalt-
chromium alloys. The L605 alloy (Co-20Cr-15W-10Ni) provided increased 
both of strength and X-ray attenuation than stainless steel, allowing for 
thinner struts
32
. The higher-strength alloys have also enabled novel stent 
designs such as the CoStar stent from Johnson & Johnson. It has its unique 
drug reservoirs within the stent struts
33
. This design would not have been 
possible with lower-strength materials. Table 2 presents details of a series of 
coronary stents summarizing this trend through the use of higher-strength 
materials and composite structures.  
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Table 2. Strength and Strut Thickness for Stent Materials  
Stent name Material 
0.2% Yield strength 
(MPa)   
Strut thickness 
(㎛) 
BX Velocity 316L SS 340 140 
Express 316L SS 340 132 
Driver CoCr MP35N 415 91 
Vision CoCr L605 510 81 
 
Recently, there has been significant interest in the field of biodegradable 
stents. The concept of biodegradable stent is that it works by restoring blood 
flow similar to a metallic stent, but then dissolves into the body, leaving 
behind a treated vessel. This is started from the fact that stent is indeed a 
foreign object within the vessel and thus its presence can be associated with 
the potential for inflammatory reactions, progressive neointimal formation 
and related thrombosis risks. 
 
Several polymeric degradable stents have been extensively studied in 
clinical stage. For example, the BVS stent (Abbott, USA) is made from poly-
L-lactic acid (PLLA). In the feasibility study from a very small patient 
population, the stent was only partially degraded at one-year follow-up
34
. This 
problem might be due to the long degradation times presumably to delay the 
rate at which any by-products are released. Igaki-Tamai stent (Kyoto Medical 
Planning, JP) showed that although some acute stent recoil occurred, follow-
up practice at six months was satisfactory with initial hyperplasia
35
. It is 
comparable to bare metal stents. After 4 years, the stents were completely 
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degraded without further hyperplasia. In September 2012, the Abbott 
officially launched the world’s first biodegradable stent across Europe and 
parts of Asia Pacific and Latin America, not including USA. However, despite 
of extensive researches, there is doubt that biodegradable stent will replace 
drug-eluting stent.  
 
As another promising candidate, attention is paid to magnesium alloy 
stents. Magnesium has the advantage of corroding easily and being an 
essential element in the biological system. These make magnesium alloy a 
suitable material for biodegradable stent development. In the first animal 
study, the AE21 magnesium alloy that contained 2% aluminium and 1% rare 
earths (Ce, Pr, Nd) was utilized. Follow-up at 56 days showed strut material to 
be still alive and extrapolation suggested that it would have been fully 
degraded at 89 days
36
. This was much faster than expected and this rapidness 
is controversial today. Therefore, there is a desire to slow it down, ensuring 




Table 3. Various Biodegradable Stents  
Stent name Company Material   
BVS Abbott Poly-lactic acid 
IDEAL Bioabsorbable Therapeutics Polyanhydride ester 
AMS Biotronik Magnesium alloy 
REVA MR REVE Medical Tyrosine-derived polycarbonate 
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I.4.4. Surface Modification 
 
Biological reactions are frequently considered to occur in a solution 
phase, for instance, as the reaction of a soluble enzyme with a substrate. In 
fact, however, most of the biological reactions occur, not in a solution but at 
the interfaces. The reactions around a stent are occurred at the surface as well. 
  
 
Figure 11. Scanning electron microscopy (SEM) image of myoblast cell 




When stents are placed in a coronary artery, their surfaces come into 
direct contact with host tissue or body fluid
39,40
. Its deployment causes 
vascular injury and the denudation of the endothelial layer. In addition, the 
stent surface itself can result in hypersensitivity reactions. These biological 
event cascades begin with platelet and leukocyte adsorption on stent surface, 
followed by smooth muscle cell migration, proliferation, production of extra 
cellular matrix, and finally formation of neointimal hyperplasia
41,42
. Therefore, 
the physicochemical properties of the stent surface can alter the clinical 
results. If the biological responses towards the implanted stent are unfavorable 




. From this point of view, proper surface modification is of 
great importance to overcome the stent-related problems. 
 
In the early stage, a wide variety of inorganic coatings were explored to 
improve biocompatibility with its vascular environment. For example, gold 
coating was examined because gold is known to have little tissue reaction. 
However, gold-coated stainless steel stents have been associated with platelet 
activation and more neointimal formation. Kastrati, et al. revealed that 
thrombosis occurred in 2.5% of cases, and also restenosis in 49.7% of gold-
coated stent patients
48
. These were considerably negative results, compared to 
0.8% and 38.1% in the bare stainless steel stent group, respectively. In 





While inorganic coatings have limited success, polymer-based surface 
modification starts to be explored. 
 
Heparin-coated stent was developed because heparin reduces platelet 
adhesion and coagulation. Some studies showed the favorable effects of 
heparin-coated Palmaz-Schatz stents in patients with both stable and unstable 
angina pectoris. However, in randomized trials of heparin-coated vs. uncoated 
Jostent (Jomed International AB, Sweden), stent thrombosis was not different 





The interesting approach for surface modification was the use of 
phosphorylcholine (PC)-based coating to mimic the phospholipids on the 
outer membrane of red blood cells
52
. This coating is biocompatible and non-
allergic and also elicits less adverse inflammatory response. However, it also 
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shows no better clinical results than bare stainless steel stents, when used on 
the BiodivYsio stent (Biocompatibles, UK). While safety and reduced 
thrombogenicity was demonstrated, the benefit in terms of restenosis rates 
was not evident
53
. This coating technology has been used as a drug reservoir 




     
Figure 12. Phosphorylcholine-coated stent system of Biocompatibles. 
         Source: Biocompatibles website (www.biocompatibles.com) 
 
Recently, a mussel adhesive protein-inspired polydopamine (PDAM) 
coating was suggested as another biomimetic approach. This features the 
cellular specificity, different from previous bio-inert surface coating. Yang, et 
al. investigated the polydopamine-based surface modification on stainless 
steel stents and the response of cells of the blood vessel wall, endothelial cell, 
and smooth muscle cell
55
. They found that the PDAM-modified surface 
remarkably enhanced endothelial cell adhesion, proliferation, and migration, 
release of nitric oxide, and secretion of prostaglandin I2. On the other hand, 
the adhesion and proliferation of smooth muscle cell was inhibited on this 
surface. It is expected that PDAM coating technology may be able to address 
issues related with restenosis and thrombosis. However, clinical performance 
for human and animal was not yet tested.  
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I.4.5. Drug-eluting Stent 
 
Since the late 1990’s technologically innovative efforts have been paid to 
develop drug-eluting stent (DES) with improved performances. It is coated 
with a pharmacological drug, which allows drug elution into the vessel wall 
for a couple of weeks after stent implantation. Table 4 summarizes a variety 
of conventional drug-eluting stents.  
 
Table 4. Classification of Drug-eluting Stents 
Type Drug Way of Action 
Anti-coagulants Heparin 
Anti-thrombotic and 
possibly direct inhibition of 
SMC proliferation 
Anti-platelet Sodium nitroprusside NO donor 
 Abciximab BP IIb/IIIa inhibitor 
Anti-proliferation Angiopeptin 
Inhibitor of SMC 
proliferation 
 Paclitaxel Microtubular inhibitor 









In 2002-2003, the field of interventional cardiology entered a new era 
with the advent of the first drug-eluting stent. These stents were quickly 
embraced by cardiologists, because it has dramatically reduced the incidence 
of restenosis. 
 
Each drug-eluting stent comprises three components: stent platform, the 
active drug, and a drug carrier matrix which can control release kinetics. For 
example, the sirolimus-eluting Cypher stent (Johnson & Johnson, USA) 
consists of a stainless steel platform coated with a permanent polymer 
(polyethylene-co-vinyl acetate [PEVA] and poly-n-butyl methacrylate 
[PBMA]) containing sirolimus 140 mcg/cm
2
, 80% of which is released in 30 
days
56
. Sirolimus is known to be a naturally occurring macrolide, a potent 
immunosuppressant. It binds to FK506-binding protein 12 (FKBP 12) and 
subsequently the mammalian target of rapamycin (mTOR) and eventually 
blocks the cell cycle, inhibiting the transition from the G1 to S phase
57
. It 
leads to prevention of smooth muscle cell migration and proliferation as 
shown in Figure 13. The paclitaxel-eluting Taxus stent (Boston Scientific, 
USA) also incorporates a stainless steel platform with a robust polymer 





. The release profile is biphasic, with a 48 hr early burst 
followed by low-level release for 2 weeks
59
. Paclitaxel is an antimitotic 
microtubule inhibitor, which suppresses cell division in the G0/G1 and G2/M 
phases, resulting in disruption of smooth muscle cell migration and 
proliferation. The everolimus-eluting Xience V stent (Abbott, USA) is made 
of a cobalt-chrome platform with a synthetic polymer (poly-n-butyl-
methacrylate [PBMA] and polyvinylidenefluoro-hexafluoropropylene [PVDF-
HFP]) and 100 mcg/cm
2
 everolimus, an analogue of sirolimus
60
. The 
zotarolimus-eluting Endeavor stent (Medtronic, USA) is also cobalt-chrome 











Despite the beneficial effects of drug-eluting stent on restenosis and 
repeat revascularization, as I mentioned in I.4.2., worrisome data on late stent 
thrombosis after drug-eluting stent implantation have recently emerged. 
Antiproliferative drugs, eluted from the stents, interfere with the natural 
vascular healing process and delay endothelial coverage over the stenting area 




Therefore, a wide variety of research including new drug, new coating, 
and new concept are proceeding. An alternative approach to concentrate on 
natural healing has been investigated as opposed concept to drug-eluting stent. 




I.5. EPC-capturing Stent 
 
The EPC-capturing stent is an innovative solution that uses the 
Endothelial Progenitor Cell (EPC) ability to migrate to injured arterial 
segments for healing. EPC is an immature cell originated from the bone 
marrow. Its character was initially suggested in 1997 by Asahara, et al
70
. EPC 
is capable of migrating, proliferating and differentiating into endothelial cells. 
Since the discovery of EPC, several studies have demonstrated that EPCs play 





The EPC-capturing stent consists of metal stent platform, polymer matrix, 
and EPC-capturing ligand such as antibody and aptamer. The major difference 
between EPC-capturing stent and drug-eluting stent is the feature of loaded 
molecules and their coupling method. The ligand of EPC-capturing stent 
should not be released, on the contrary to drug-eluting stent.  
 
As soon as stent is inserted, EPC-specific targets on the stent will attract 
circulating EPCs, which are expected to develop into mature functional 
endothelium (Figure 14). This healing-based strategy aims to lower the risk 
of restenosis and stent thrombosis, as well as obviate prolonged dual 
antiplatelet therapy, altogether. Many researchers and cardiologists evaluate 
this EPC-capturing stent as a fascinating approach to rapidly create an in vivo 
endothelialization on the stented sites
73 , 74
. However, its effectiveness, 
compared with bare metal stents and drug-eluting stents, could not be 
ascertained owing to rare commercialization and unsatisfactory clinical data.  
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OrbusNeich commercialized EPC-capturing stent, bio-engineered Genous 
R stent
TM
, for the first time in the world (Figure 15). According to 
OrbusNeich’s patents, Genous R stent consists of polymer matrix and anti- 
CD34-antibody. The matrix may be composed of polyurethane, cellulose, 
collagen, and so on. The stent surface is coated by dipping or spraying with a 




Unlike drug-eluting stents, late stent thrombosis does not seem to be a 
concern for this stent, despite short treatment with just 1-month dual anti-
platelet therapy. Several single-arm clinical studies revealed that Genous R 
stent was safe and feasible for the treatment of coronary artery disease
77
. On 
the other hand, the late lumen loss results with this stent appear to be similar 
to the conventional bare metal stent and worse than the drug-eluting stent. For 
example, recently, 2 years follow-up randomized controlled study compared 
Genous R stent with paclitaxel-eluting stent. In this study from patients with 
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high risk lesion of restenosis, the Genous R stent demonstrated not only 
higher late lumen loss at 12 month (1.14 ± 0.64 mm vs. 0.55 ± 0.61 mm) but 
also higher rates of target vessel failure (20.4% vs. 15.8%) than paclitaxel-
eluting stent
78,79
. Furthermore, disappointing results were continually reported 
by other randomized controlled study where Genous R stent was compared 
with bare cobalt-chrome stent in the treatment of acute ST-elevation 
myocardial infarction. In this trial, the rate of major adverse cardiac events 
and target lesion revascularization at 6 month was much higher for Genous R 
stent group (24% vs. 10%). The stent thrombosis rate at 6 month also came to 




   
            (a)                            (b)       
Figure 15. Depiction of EPC capture onto the Genous R stent surface; 
         (a) EPCs and platelets approaching the implanted stent, 
         (b) EPCs captured by anti-CD34 antibody on the stent. 
             Source: OrbusNeich website (www.orbusneich.com) 
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Therefore, doubts about the success of the Genous R stent have been 
raised. Many researchers have pointed out the poor specificity of Genous R 
stent surface, especially anti-CD34 antibody. As only 0.4 ± 0.2% out of 
CD34-positive population is EPC, CD34-positive cells are able to differentiate 
into various kinds of cells such as smooth muscle cells, monocytes, and 
macrophages in addition to endothelial cells. Even platelet is able to express 
CD34
81
. In spite of the brilliant concept, the commercialized EPC-capturing 
stent has not solved both of restenosis and thrombosis, definitely (Figure 16). 





Figure 16. Current status of stent technology; the area of the each circle 
             is proportional to its market size.  
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I.6. Research Objectives 
 
In order to develop new EPC-capturing stent, it is critically important to 
endow the stent surface with high EPC specifity. For this, specific EPC-
capture ligand and sophisticated coating technology are required. 







, research on the surface modification of stainless steel is rare, 
because it is difficult to functionalize its surface.  
 
Firstly, we analyzed the influence of the surface roughness and 
hydrophilicity to protein adsorption, because protein adsorption on the stent 
surface is the first event of bio-fouling when stenting. An electropolishing 
method was employed to control the surface roughness. As electropolishing is 
a non-contact and simple method, it is compatible with sophisticated stents 
than other mechanical treatments. To control the surface 
hydrophilicity/hydrophobicity, various polymers such as hydrophilic 
poly(ethylene glycol) (PEG), meta-hydrophilic poly(tetrahydrofuran) (PTG), 
meta-hydrophilic poly(propylene glycol) (PPG) and hydrophobic 
poly(dimethylsiloxane) (PDMS) were grafted. Following these surface 
modifications, we investigated the dependency of surface properties on 
protein adsorption by the fluorescence-tagged fibrinogen assay.  
 
Based on this correlation study between surface properties and protein 
adsorption, we tried to fabricate EPC-capturing stent that can selectively 
interact with EPC at the stent/biological interface. For the robustness of 
surface modification, silanization and polymer ‘grafting-to’ method was 
utilized. To covalently bridge dissimilar materials such as a stainless steel 
stent and a polymer, stent surface was previously silanized
91
. Then, we grafted 
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hydrophilic poly(ethylene glycol) (PEG) polymer onto the silanized stainless 
steel stent surface to prevent non-specific biological interactions. After this, 
the anti-vascular endothelial-cadherin (VE-cadherin) antibody
92
 was coupled 
to the polymer-grafted stent. We chose this ligand, because VE-cadherin is 
specifically expressed at the surface of late EPCs and fulfills important 




To demonstrate biological specificity, the EPC and THP-1 (human acute 
monocytic leukemia cell line) adsorption assay were simultaneously 
conducted for bare metal stent (BMS) and our EPC-capturing stent. The 
proliferation of EPCs on the fully surface-modified stent was also investigated 
to confirm the immediate re-endothelialization after capturing EPCs. 
Furthermore, through a comparative paired rabbit’s iliac artery stenting 
surgery, we evaluated whether our EPC-capturing stent might accelerate 
endothlialization and reduce neointimal formation, based on the EPC 
specificity at the surface. Concurrently, histomorphometic and 









AISI type 316L stainless steel plates with a thickness of 500 µm were 
purchased from Goodfellow Ltd. of Cambridge, UK. All the plates were 
cleaned ultrasonically for 10 min in distilled water and acetone. Then, the 
stainless steel plates were cut into rectangles, 10 mm  15 mm in size.  
 
316L stainless steel stents were purchased from Humed, Korea. The 
diameter and the length of stents were 3 mm and 15 mm, respectively. The 
design was wave-like cell pattern as shown in Figure 17. All stents were 
electropolished in advance and cleaned ultrasonically for 10 min in distilled 
water and acetone.  
 
     
Figure 17. Design of the Humed stent. 
         Source: Humed website (www.humed.co.kr) 
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3-Glycidoxypropyltrimethoxysilane (GPTS), N,N-diisopropylethylamine 
(DIEA), 4-N,N-dimethylaminopyridine (DMAP) and fluorescein 
isothiocyanate (FITC) were obtained from Aldrich and used as received. 
Succinic anhydride (SA) and N-hydroxysuccinimide (NHS) were purchased 
from Fluka. O,O’-Bis(aminopropyl)polyethylene glycol (PEG, Mn=1,500 
g/mol) was purchased from Fluka and the other polymers, polypropylene 
glycol bis(2-aminopropyl ether) (PPG, Mn=2,000 g/mol), polytetrahydrofuran 
bis(3-aminopropyl) terminated (PTG, Mn=1,100 g/mol), polydimethylsiloxane 
bis(3-aminopropyl) terminated (PDMS, Mn=2,500 g/mol) were purchased 
from Aldrich. N,N’-diisopropylcarbodiimide (DIC) was purchased from TCI. 
All other chemicals were analytical grades and used without purification. 
Tetramethylrhodamine protein labeling kit was purchased from Molecular 
Probe and human plasma fibrinogen was obtained from Sigma. Mouse 
monoclonal antibodies, RAM 11 and PCNA, were purchased as a commercial 





Static water contact angle goniometry (SEO, Phoenix 300), AFM 
(NanoScope IIIa, Digital Instrument), AES (Scanning Auger Nanoprobe PHI-
700, Ulvac Inc.), FE-SEM (JSM-6700F, JEOL), EDX(JSM-6700F, JEOL), 
and CLSM (LSM 5 Pascal, Zeiss) were used for surface characterization and 
biological assay of stainless steel plates as well as stents. 
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Contact Angle Goniometry 
Static contact angle was measured on sessile drops by taking the tangent 
to the drop on various stainless steel surfaces. This was measured only with 
stainless steel plates, because it is impossible to calculate the angle on the 
stent struts. Prior to contact angle measurement, each stainless steel plate was 
fully dried in a vacuum oven for at least 24 hr to exclude the effect of the 
washing solvent. Five contact angle measurements were performed within 30 
sec after drop formation, and the results were averaged. 
 
Atomic Force Microscopy (AFM) 
The bare, silanized and polymer-grafted stainless steel plates and stents 
were imaged by AFM with tapping mode to detect changes in surface 
topography as surface modification reactions proceeded. Concurrently, the 
surface micro-roughness was quantified for each surface-modified sample. 
Micro-roughness analysis was performed at three random sites and the 
analyzed data were averaged. The scale of scanning images was 5 m  5 m 
and the z value was 100 nm.  
 
Auger Electron Spectroscopy (AES) 
Instead of X-ray photoelectron spectroscopy, AES was employed for the 
sophisticated stent characterization due to its high spatial resolution. AES data 
were recorded using an electron beam source run at 5 kV and 10 nA. The 
spectra data were collected at take-off angles of 30. The atomic ratios were 
quantitatively determined from each peak area with the corresponding 
elemental sensitivity factor. With focused ion etching, the depth profiles of the 
bare, silanized, and polymer-grafted stent surfaces were obtained for the 
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elemental types C, Si, Fe, and Cr, as they are the essential components for 
each sample.  
 
Field Emission-Scanning Electron Microscopy (FE-SEM) 
The morphology of the polymer-grafted and the antibody-conjugated 
stent surface was observed on a FE-SEM and comparatively analyzed to 
confirm whether the antibody was immobilized on the polymer layers. In 
addition to this, the endothelialization on the surface-modified stent was 
observed in detail by FE-SEM. 
 
Energy Dispersive X-ray spectrometer (EDX) 
Concurrently with FE-SEM imaging, elemental spectra were recorded on 
EDX profiles for the polymer-grafted and the antibody-conjugated stent. The 
atomic ratio of C, O, Fe, and Cr were calculated after normalization. The 
other compositions such as Na, Cl, and Ni are not included as they exist in 
trace amount. Measurement of each spectrum was repeated at three times and 
averaged. 
 
Confocal Laser Scanning Microscopy (CLSM) 
The fibrinogen adsorption on the stainless steel plates was analyzed by 
CLSM, after rhodamine tagging. The scale of the detection images was 930 
µm  930 µm and the detected fluorescence intensity was averaged. The 
amine group of the polymer-grafted stent surface was detected by CLSM after 
FITC conjugation.  
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To smoothen stainless steel plates in an electrolytic bath, a glass container 
(250 mL) was prepared. The stainless steel sample was linked to an anode and 
a stainless steel reference was linked to a cathode. The distance between the 
sample and the reference was 10 mm. In terms of the electrolyte conditions, 
we chose a solution of phosphoric acid, glycerol and water (34:47:19, 
weight %). The electropolishing time and current are 3 min and 1 A/cm
2
, 
respectively. The settings of these two parameters are critical for obtaining 
consistent surface roughness. The electropolished stainless steel was rinsed 
copiously with deionized water and acetone.  
 
 
Figure 18. Diagram of electropolishing system. 
 35 
II.2.2. Acid Treatment 
 
The stainless steel plates were acid-treated using piranha solution 
composed of H2SO4 and H2O2 (4:1, v/v) for 1 hr to remove any contaminants 
and to expose the reactive hydroxyl groups on the surface. The acid-treated 
stainless steels were cleaned by ultrasonication in deionized water, ethanol 
and acetone for 10 min in a sequential manner, followed by nitrogen blowing 





Silanization of acid-treated stainless steel plates was performed with 
epoxy-functionalized silane (GPTS) in a 10% (v/v) GPTS/toluene solution at 
55 C for 48 hr. After the coupling reaction, ultrasonication in toluene and MC 
was performed for 5 min (2) each to eliminate the non-covalently adsorbed 
silane compounds. The silanized plates were then dried gently under a 
nitrogen gas stream and thermally cured in an oven at 70 C for 3 hr. Prior to 
curing, purified argon gas was purged into the stainless steel plates containing 
vials to exclude the possibility of air oxidation. 
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II.2.4. Polymer Grafting 
 
To control the hydrophilicity/hydrophobicity of stainless steel surface, 
four kinds of polymers were grafted; hydrophilic poly(ethylene glycol) (PEG), 
meta-hydrophilic poly(tetrahydrofuran) (PTG), meta-hydrophilic 
poly(propylene glycol) (PPG) and hydrophobic poly(dimethylsiloxane) 
(PDMS).  
 
As all the polymers contained diamino group, the epoxy-functionalized 
stainless steel surface could be reacted straightforwardly with these polymers 
in a basic condition. The grafting of the PEG, PTG, PPG polymers was carried 
out in a 10 mM of NMP solution, with 6 equivalent of DIEA. In the case of 
PDMS grafting, the same protocol was used, but toluene instead NMP was 
used as a solvent. Polymer grafting process was performed in a shaking 
incubator at 50 C for 24 hr. After this, to eliminate any ungrafted polymers, 
ultrasonication was carried out in the grafting solvent and MC for 5 min (2), 
respectively. The polymer-grafted stainless steels were dried gently by 
nitrogen purge and then stored in a vacuum oven until required. 
 
 
II.2.5. Fibrinogen Adsorption Assay 
 
Prior to protein adsorption, the aminated polymer-grafted stainless steel 
surfaces were capped by acetylation, in order to exclude any electrostatic 
interaction between the amino groups on the stainless steel surface and the 
proteins. Anhydrous MC (20 mL) and acetic anhydride (2 mL) were mixed, 
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and then 4-N,N-dimethylaminopyridine (DMAP) (1.0 mg) was added to the 
solution. The polymer-grafted stainless steel plates were incubated in the 
capping solution at 30 C for 24 hr. After the capping, each sample was 
ultrasonicated for 5 min (2) in MC and dried by nitrogen. 
  
We used a fluorescence detection method to quantify the amount of 
adsorbed fibrinogen, due to its simplicity and high sensitivity. For 
fluorescence detection, rhodamine succinimidyl ester was coupled to the 
fibrinogen via protein labeling kit protocol. The degree of labeling of the 
fluorescence dye was estimated to be 4-5 molecules per fibrinogen. 
 
Rhodamine-tagged human plasma fibrinogen was dissolved in a 50 mM 
phosphate buffer (pH=7.4) to provide a final concentration of 0.5 mg/mL. For 
all of the surface-modified stainless steel plates, fibrinogen adsorption was 
allowed to proceed in a shaking incubator for 2 hr at 37 C. Upon completion 
of a fibrinogen adsorption, all of the stainless steel samples were thoroughly 
rinsed with phosphate buffer (10) to remove any non-adsorbed proteins. 
Subsequently, they were washed with copious deionized water (5) to remove 
the buffer salts. The final samples were dried gently with nitrogen gas and 
immediately analyzed by means of CLSM.  
 
 38 
II.3. Preparation of EPC-capturing Stent 
 
II.3.1. Acid Treatment 
 
All stents were previously electropolished by supplier, Humed. The 
electropolished stainless steel stents were acid-treated using a piranha solution 
composed of H2SO4 and H2O2 (4:1, v/v) for 1 hr to remove any contaminants 
and expose the reactive hydroxyl groups on their surface. The acid-treated 
stents were ultrasonically cleaned in deionized water, ethanol and acetone for 
10 min in a sequential manner, followed by drying with a nitrogen stream, and 





The acid-treated stents were silanized with epoxy-functionalized silane 
(GPTS) in a 10% (v/v) GPTS/toluene solution at 55 C for 48 hr. 
Subsequently, ultrasonication in toluene and MC was performed for 5 min 
(2) to eliminate the non-covalently adsorbed silane compounds. The 
silanized stents were then dried gently under a nitrogen gas stream and 
thermally cured in an oven at 70 C for 3 hr. Prior to curing, purified argon 




II.3.3. Polymer Grafting onto the Silanized Stent 
 
PEG Grafting 
PEG grafting was carried out on the epoxy-silanized stent surface in a 10 
mM Jeffamine
®
 1500/NMP solution, into which six equivalents of DIEA to 
Jeffamine
®
 were added. Because the used Jeffamine
®
 contained two amino 
groups, the epoxy-functionalized stainless steel surface could be reacted 
straightforwardly with Jeffamine
®
 under basic conditions. Polymer grafting 
proceeded in a shaking incubator at 50 C for 24 hr. Ultasonication was 
carried out sequentially in NMP and MC for 5 min (2) to eliminate the 
ungrafted polymer. The resulting stainless steel stent was dried gently under a 
nitrogen gas stream and stored in a vacuum oven until required. 
 
Detection of Functional Groups on the Stent 
The stainless steel stents were amine-terminated as a result of PEG 
grafting, because the PEG contained two amino groups. Thus, fluorescein 
isothiocyanate (FITC) was reacted with the aminated surface and the resulting 
FITC-coupled stent surface showed stronger fluorescence than the bare metal 
stent surface. FITC coupling reactions on the bare and polymer-grafted stent 
surface were performed in a 4 mM FITC/NMP solution at 30 C for 1 hr. 
After this, the two types of stents were ultrasonicated for 10 min in NMP and 
MC, sequentially, to remove physically-adsorbed FITC, and then fluorescence 
intensity was measured immediately by means of confocal laser scanning 




Scheme 1. Fluorescein probe (FITC) conjugation to the aminated 
             stainless steel surface. 
 
 
II.3.4. Antibody Immobilization on the PEG-grafted Stent 
 
Antibody Production 
Since large amounts of antibodies were necessary to make the antibody-
coated stents, we requested an antibody-manufacturing specialty company 
(AbFrontier, Korea) to produce our antibody. We chose an extracellular 
domain of human VE-cadherin protein as the antigen for the antibody 
production, instead of VE-cadherin whole protein. DNA sequence of the 
antigen was cloned in circular form, which was transfected to Escherichia. 
Coli (E. coli). After the purification, VE-cadherin injected into rabbits, host, 
for immunization. After 10 weeks, rabbits were harvested and polyclonal anti-
human VE-cadherin antibodies were isolated from the rabbit serum by protein 
A/G column and antigen-specific affinity chromatography.   
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Figure 19. Nucleotide sequence of VE-cadherin. Extracelluar domain of 
         VE-cadherin was presented in red character. 
 
Antibody Immobilization 
The exposed amine groups on the stent were changed to carboxylic 
groups by succinylation to covalently couple the anti-VE-cadherin antibody. A 
mixture of succinic anhydride (10 mM) and N,N’-diisopropylethylamine (20 
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mM) in NMP (3 mL) was reacted to the amino groups of PEG on the stent for 
3 hr at room temperature. After the succinylation, the stent was washed by 
unltrasonication in NMP and MC for 5 min (2), and then fully dried with 
nitrogen gas. In the following step, we activated the carboxyl groups via 
coupling with N-hydroxysuccinimide (NHS) (20 mM) by N,N’-
diisopropylcarbodiimide (DIC) (10 mM) in DMF (3 mL) for 2 hr at room 
temperature. This was also washed by ultrasonication in DMF and MC for 5 
min (2) each, and then dried with nitrogen gas blowing.  
 
Right after the surface activation, anti-VE-cadherin antibody (100 
ug/mL) in phosphate buffered saline (pH=7.4) was straightforwardly 
immobilized on the surface-activated stents for 24 hr at room temperature. 
Ultrasonication was carried out in phosphate buffer (pH=7.4) and deionized 
water for 5 min (2) to eliminate uncoupled antibody. 
 
Detection of Antibody on the Stent 
To analyze the antibody-conjugated surface after stent deployment, stents 
were mounted onto a delivery catheter, passed through a guiding catheter, and 
subsequently expanded in phosphate-buffered saline. Then, we performed 
immunofluorescent staining of anti-VE-cadherin antibodies with anti-rabbit 
IgG antibodies (1:500, Alexa Fluor 555 Conjugate, Cell Signaling Technology, 
UK) to confirm the antibody coating on the stent surface. Additionally, after 
full expansion of the stents, SEM images were pictured to evaluate the 
integrity of antibody-coated surface at macro level. 
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II.4. Biological Characterization of EPC-capturing Stent 
 
II.4.1. Human EPC Culture 
 
All experiments dealing with humans or human products were performed 
with informed consent and approved by the Institutional Review Board of 
Seoul National University Hospital. Peripheral blood (50 mL) was obtained 
from healthy donors with informed consent.  
 
The mononuclear cells were fractionated from other components of 
peripheral blood by centrifugation on Histopaque 1077 (Sigma, St. Louis, 
MO) gradients according to the manufacturer’s instructions. The isolated 
mononuclear cells were resuspended in the EGM-2 Bullet Kit system (EGM-2 
MV, Clonetics, San Diego, CA, USA) consisting of endothelial basal medium, 
vascular endothelial growth factor, human endothelial growth factor, human 
fibroblast growth factor-B, insulin-like growth factor-1, ascorbic acid, heparin, 
and 5% fetal bovine serum. Mononuclear cells were seeded at a density of 1  
10
7
 per well on 2% gelatin-coated six-well plates and incubated in a 
humidified 5% CO2 incubator at 37ºC. First media was changed 
approximately 6 days after plating and thereafter every 3 days. Late authentic 
EPC appeared at least 2 weeks after plating as colonies that consisted of cells 
with different morphology appeared from early myeloid EPCs. In this 




II.4.2. In vitro Assay for EPC-capture and Endothelialization 
 
Head to Head Comparison for EPC Specificity  
The EPC specificity of our surface-modified stents was evaluated with a 
EPC-capturing assay and the result was compared with that of BMS. We 
harvested late EPC grown to confluence and labeled them with 
carboxyfluorescein succinimidyl ester (CFSE, 1:500, Sigma-Aldrich) as 
instructed by the manufacturer.  
 
Late EPC suspensions were prepared at 10
5
 cells/mL in EGM-2MV 
media. Stents were submerged into separate tubes and filled with 2 mL of 
CFSE-tagged late EPC suspension. The reaction was performed in a gentle 
shaker for 30 min at 37℃ to analyze the adhesion of EPCs on the surface of 
the stent strut in a dynamic moving state. The number of late EPCs firmly 
attached to the stent struts was counted using a digital image-analysis system 
(Image Pro version 4.5, MediaCybernetics, Silver Spring, MD, USA). 
 
We also tested EPC-capturing specificity of our anti-VE-cadherin 
antibody-coated stents by comparing with THP-1 adsorption assay. THP-1 
cells are derived from the peripheral blood of patients with acute monocytic 
leukemia, and these cells have Fc and C3b receptors but lack surface and 
cytoplasmic immunoglobulins. Thus, we used THP-1 cells to evaluate non-
specific binding of monocytes to our EPC-capturing stents. THP-1 cells were 
tagged with cell stalker (1:500, Biterials, Korea) and the adsorption of THP-1 




Endothelialization on Stent Surface  
To investigate the possibility of endothelialization, the morphology of a 
single EPC on the antibody-conjugated stent was observed by FE-SEM in 
detail, after captured. The image during the endothelialization was pictured at 
2 hr after EPC-capturing test. 
 
To confirm the growth and endothelialization of late EPCs on the stent 
surface in vitro, antibody-conjugated stents were reacted with late EPC 
suspensions as described in II.4.2. Captured EPCs were labeled with DiO 
solution (1:200, Molecular Probes, Eugene, OR, USA) and cultured in EGM-
2MV media for 48 hr. After cell attachment, immunofluorescence imaging 
was performed at 1 hr and 48 hr, respectively. 
 
 
II.4.3. Animal Care and Stent Implantation 
 
All animal experiments were performed after receiving approval from the 
Institutional Animal Care and Use Committee (IACUC) of the Clinical 
Research Institute in Seoul National University Hospital and complied with 
the National Research Council’s Guidelines for the Care and Use of 
Laboratory Animals. 
 
Male New Zealand White rabbits with 3.0-3.5 kg weight (Yonam 
Laboratory Animals, KR) were fed with a 1% cholesterol diet (Oriental East, 
KR) from at least 2 weeks before stent implantation
94
. After these pre-
treatments, stent was deployed on bilateral iliac arteries via right common 





II.4.4. In vivo Assay for Animal Stenting 
 
Figure 20 showed overall schedule for animal experiments including 
imaging and biochemical assay.    
 
   
Figure 20. Schematic diagram of animal experiment. 
 
SEM and CLSM Examination  
To evaluate re-endothelialization and neointimal hyperplasia after 
stenting, we implanted 12 BMS and 12 EPC-capturing stents in the right and 
left iliac arteries, respectively, in 12 rabbits. Three days after stenting, two 
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rabbits were harvested and their stents were dissected longitudinally to 
evaluate the luminal surface as en-face, fixed in 2.5% glutaraldehyde, and 
imaged by SEM for evaluation of re-endothelialization. We also harvested the 
stented rabbit arteries at 48 hr after stent deployment, when the surface is not 
fully re-endothelialized. Then, the cells attached on the BMS and EPC-
capturing stents were stained with CD31/PECAM-1 and analyzed by CLSM. 
 
Neointimal Hyperplasia Measurement 
At 42 days, 10 rabbits were harvested. The stented iliac arteries were 
removed and fixed in 10% buffered formalin with perfusion fixation. Cautious 
care needed to be taken when manipulating the stented vessels. They were 
embedded in resin and cut with tungsten blade. The degree of neointimal 
growth was analyzed in the sections stained with hematoxylin and eosin. 
Morphometric analysis was performed with a computerized digital image-
analysis system (Image-Pro Plus version 4.5, MediaCybernetics, Silver Spring, 
Maryland). Cross-sectional images of stented rabbit iliac arteries were loaded 
onto Image-Pro Plus
®
 and neointimal areas are measured by the observer who 
was blinded to treatment. Outer struts margin and inner luminal surface were 
traced manually, and two areas were calculated automatically (Figure 21). 
 




Figure 21. Digital image analysis program for measuring neointimal area. 
          
Immunohistochemical Analysis 
After 42 days, we investigated cellular status of neointima to concretely 
confirm the performance of our surface-modified stent. Immunohistochemical 
staining was used to assess the infiltration of inflammatory cells to neointimal 
with the same samples. In addition to this, the level of endothelial 
proliferation around stent struts was analyzed. We used a mouse monoclonal 
antibody against rabbit macrophage (RAM11) for macrophage detection and 




III. Results and Discussion 
 
III.1. Correlation between Surface Properties and Protein  
     Adsorption 
 
III.1.1. Surface Modification and Characterization 
 
Surface Modification of Stainless Steel Plates 
The overall surface modification scheme for stainless steel plates and 
their film structures are presented in Scheme 2.  
 
  
Scheme 2. Surface modification procedure of stainless steel plates. 
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Generally, the bare stainless steel surface is very hydrophobic and rough. 
To investigate the relationship between surface properties and protein 
adsorption, we modified bare stainless steel plates via electropolishing and 
various polymers grafting.  
 
For further application to stent development, we designed a novel 
polymer grafting approach using silanization process. Silane coupling agents 




However, unlike silicone-based materials, stainless steel does not have 
sufficient oxide layer and thus silane film on the stainless steel is unstable. 
Therefore, the crosslinking by thermal curing is critically important to 
stabilize the silane film. Herein, we applied the optimized experimental 

































The contact angle data of the surface-modified stainless steel plates were 
summarized in Table 5. The water contact angle data provides direct evidence 
of the change in surface hydrophilicity by surface modification. The bare 
stainless steel surface is very hydrophobic and the contact angle was as high 
as 79. However, after acid-treatment, the hydrophobic bare stainless steel 
surface became highly hydrophilic, exhibited a contact angle of less than 10. 
This means that hydroxyl groups were exposed on the surface by acid 
treatment so that silanization reaction was possible. Through silanization with 
GPTS, the alkyl epoxide groups were introduced. Accordingly, the contact 
angle was increased drastically from <10 to 61 as hydrocarbon layer was 
added. Then, we grafted various polymers on the silanized surfaces. At this 
moment, the surface hydrophilicities were changed as shown in Figure 22. 
Depending on the kind of polymers grafted on the surface, contact angles 
were either decreased or increased, with the change in contact angle ranging 
from 46 to 70. As we expected, the PEG, PTG, PPG, PDMS polymers 
showed different hydrophilicty according to their structure of repeating unit. 
Based on this data, we concluded that the polymers were successfully grafted 
on the stainless steel surfaces and that the surface hydrophilicity could be 
readily controlled by polymer grafting. Both the rough (unelectropolished) 
and the smoothened (electropolished) surfaces yielded similar contact angle 
data after polymer grafting, indicating that the surface modification reaction 
proceeded in a similar manner, regardless of the surface roughness.  
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Table 5. Contact Angles of Surface-modified Stainless Steels  
Sample Contact angle () 
Bare stainless steel 78.81.9 
Acid-treated stainless steel <10 
GPTS-silanized stainless steel 61.44.2 
PEG-grafted stainless steel 46.04.0 (45.83.8)
a
 
PTG-grafted stainless steel 52.64.3 (52.24.2)
a
 
PPG-grafted stainless steel 54.04.2 (53.44.4)
a
 





 Data in parenthesis are contact angle on unelectropolished stainless steel 
surfaces. 
 
      
        (a)              (b)             (c)             (d) 
Figure 22. Water droplet images of the surface-modified stainless steel 
             plates; (a) PEG-grafted surface, (b) PTG-grafted surface,  





To investigate the surface-modified stainless steel and analyze surface 
micro-roughness, we used AFM after each modification step. The surface 
topography and micro-roughness were shown in Figure 23 and summarized 
in Table 6, respectively. Firstly, many of the valleys and hills were observed 
in bare stainless steel plates. However, they were clearly disappeared after 
electropolishing. Accordingly, the root-mean-square (RMS) roughness was 
significantly decreased from 116.4 nm to 1.4 nm. After silanization and 
polymer grafting on the electropolished stainless steels, some protrusions and 
many tiny peaks were detected and the RMS data increased slightly from 1.4 
nm to approximately 6-10 nm. Depending upon the polymer structure, the 
surface topography and RMS were slightly different. These results indicate 
that the polymers were well grafted, and that the polymer-grafted surfaces 
were of brush type. If it is not a brush type, but an entangled type, RMS 
should decrease after the polymer grafting
98
. In the unelectropolished case, no 
major differences in surface structure were observed before and after polymer 
grafting, because the polymer grafting effect on the RMS roughness seemed 
to be too small, comparing to its own one.  
 
Four kinds of polymers were grafted on the unelectropolished and the 
electropolished surface, thereby providing eight samples that possess various 
surface properties in terms of micro-roughness and hydrophilicity. 
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             (a)                           (b) 
        
             (c)                           (d) 
        
             (e)                           (f) 
Figure 23. Atomic force microscopy (AFM) images of the surface- 
         modified stainless steel plates (5m5m, z=100nm); 
         (a) bare surface, (b) EP surface, (c) EP/PEG surface, 
         (d) EP/PTG surface, (e) EP/PPG surface,  
         (f) EP/PDMS surface. 
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Table 6. Surface Roughness of Surface-modified Stainless Steels 
Sample Micro-roughness (RMS) (nm) 
Bare stainless steel 116.426.3 
Electropolished stainless steel 1.40.4 
GPTS-silanized stainless steel 11.42.1 
PEG-grafted stainless steel 10.60.3 (122.511.0)
 a
 
PTG-grafted stainless steel 9.02.3 (99.812.1)
 a
 
PPG-grafted stainless steel 8.61.0 (110.916.6)
 a
 











III.1.2. Fibrinogen Adsorption Assay 
 
Protein adsorption on a biomaterial surface occurs first in a mixture of 
biological solutions
96
. Those interactions are the overall result of complex 
cooperation, competition and interference between the biomolecules and the 
biomaterial
97,98
. Because handling all of the mixed biological solutions and 
then isolating the individual reactions are very difficult, we chose fibrinogen 
adsorption assay as a biocompatibility evaluation model of the surface-
modified stainless steels. 
 
Quantification of the Adsorbed Fibrinogen 
Fibrinogen is a biochemical marker in biological cascade such as 
thrombosis and occasionally used as a standard to evaluate the 
biocompatibility of material
99,100
. The amount of adsorbed fibrinogens was 
probed by surface fluorescence measurements. First of all, all of the surface-
modified stainless steels showed considerably lower fibrinogen adsorption, 
when compared to bare stainless steel taken as a control. In Figure 24, we 
presented the most and the least fluorescence images as representative 
examples. Furthermore, we found that the fluorescence intensity of fibrinogen 
adsorbed on the surface-modified stainless steel plates were 72-81% lower 
than those on the bare stainless steel plates (Figure 25). This result is 
presumably due to the configurational entropy repulsion of the grafted 
polymers, preventing the protein from approaching the surfaces. The 
polymers used in this experiment are composed of simple linear chains and 
are very flexible. The entropy penalty associated with the compression and 
penetration of protein into the flexible polymer chains makes the polymer-
grafted surface protein-resistant. 
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               (a)                         (b) 
Figure 24. Confocal fluorescence microscopy images of rhodamine 
         -fibrinogen adsorbed on (a) bare stainless steel and 
         (b) EP/PEG stainless steel. 
 
































Various stainless steel surface
 
Figure 25. Fluorescence intensities of rhodamine-fibrinogen adsorbed  
         on the surface-modified stainless steels; (a) bare surface, 
         (b) bare/PEG surface, (c) bare/PTG surface,  
         (d) bare/PPG surface, (e) bare/PDMS surface,  
         (f) EP/PEG surface, (g) EP/PTG surface, 
         (h) EP/PPG surface, (i) EP/PDMS surface. 
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To isolate the effects of micro-roughness and hydrophilicity on the 
protein adsorption from other factors, the entropy effect of polymers and 
terminal group effect were removed. For this, the terminal amine groups of 
grafted polymers were capped by acetylation. After capping, in spite of FITC 
reaction, the capped surface showed no fluorescence, which indicated that 
complete capping was achieved. Secondly, the molecular weight of each 
polymer was carefully selected by considering the repeating unit and the 
polymer structures were a linear type. Based on this, the approximate lengths 
of fully extended polymers are ~122 Å  for PEG, ~90 Å  for PTG, ~124 Å  for 
PPG and ~109 Å  for PDMS. The entropy effect inferred from these polymer 
chain lengths is supposed to be similar. 
 
The fluorescence images by CLSM were systemically analyzed in order 
to investigate the correlation between the surface properties and the protein 
adsorption. These results are summarized in Figure 26, 27.  
 
The data shown in Figure 26 indicate that the protein adsorption is 
closely related to the surface hydrophilicity. On the PDMS-grafted 
hydrophobic surface, fibrinogen molecules were adsorbed in larger amounts 
than on less hydrophobic (PEG, PTG, PPG) surfaces. Comparing to the PEG-
grafted surface, which is the most hydrophilic, about 30% more fibrinogen 
adsorption occurred on the PDMS-grafted surface. Previously, it has been 
reported that water molecules existed between the proteins and the surface can 
take part in reducing protein-substrate attraction
101
. As water contents on 
hydrophilic surface are increased, we can conclude that the result in Figure 




Figure 27 demonstrates that there is a correlation between the protein 
adsorption and the surface micro-roughness as well. Although its correlation 
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is weaker than that of the surface hydrophilicity, we found that rough surfaces 
consistently resulted in more protein adsorption, irrespective of polymer types. 
Approximately, the protein adsorptions on the electropolished/polymer-
grafted surfaces were decreased by 4-9%, compared to those on the 
unelectropolished/polymer-grafted surfaces. The surface area should be also 
decreased by electropolishing, but we judged that this could not account for 
the 4-9% reduction of non-specific protein adsorption.  
 
According to the previous reports on surface texture, thrombogenicity is 
usually higher for rougher surfaces. Sprague et al. revealed that the grooved 
surface increased the migration of cells over smooth one
103
. From this, we can 
conclude that the electropolishing gave rise to a decrease in not only the 
number of fibrinogen binding sites but also interactive force, which in turn led 
to less fibrinogen adsorption. Therefore, the surface roughness needs to be 
taken into consideration as an important parameter of stent performance. 
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Figure 26. The amount of adsorbed fibrinogen vs. surface hydrophilicity. 
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Figure 27. The amount of adsorbed fibrinogen vs. surface micro-roughness. 
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Contribution Ratio of Surface Factors for Biocompatibility 
The big difference of fluorescence intensity (ca. 81%) was observed 
between bare stainless steel plate and EP/PEG-grafted stainless steel plate. A 
number of experimental reports and theoretical considerations suggest that a 
brush-like PEG layer is excellent for preventing protein adsorption
104,105
. 
These PEG effects include: (1) the low interfacial energy between biological 
fluids and the hydrophilic PEG layer enhances resistance to protein adsorption, 
(2) the large excluded volume and configurational entropy repulsion inhibit 
the protein from approaching the surfaces, and (3) the repulsion force created 
by favorable water-PEG interactions surpasses the attractive forces of the 
proteins with the surfaces.  
 
Based on the data of fibrinogen adsorption on the EP/PEG-grafted 
surface, we attempted to analyze this protein repellent effect in detail. Overall, 
there are largely 3 contributing factors such as configurational entropy, 
hydrophilicity, and micro-roughness. According to our calculation based on 
the correlation between surface properties and protein adsorption, the 
contributing ratios of configurational entropy, hydrophilicity, and micro-
roughness were 58%, 36%, and 6%, respectively (Figure 28). If a brush-type 
polymer is grafted, the surface could block non-specific protein adsorption, as 
nearly half amount. Hydrophilicity and micro-roughness also influence the 
protein adsorption but the portions are projected to be smaller than 
configurational entropy.  
 
Putting these results together, we can conclude that if the surface is  
more hydrophilic, smoother, and grafted with more polymer, the less protein 
adsorption occurs on the surface. The electropolished and PEG-grafted 
surface is the ideal surface for inhibiting protein adsorption, whereas the 
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rough and hydrophobic surface, namely bare stainless steel is the worst one. 
Therefore, we fabricated a novel EPC-capturing stent, based on this 
conclusion.  
 
   
Figure 28. The contribution of surface factors for prohibiting  
          non-specific protein adsorption.  
a
 Data in parenthesis is respective proportion against a whole reduction.  
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III.2. Fabrication of EPC-capturing Stent and 
 Characterization 
 
The stent coating provided by surface modification should remain stable 
for a long period of time in spite of harsh environmental conditions such as 
fast blood flow, high salt concentration, and dynamic motion inside coronary 
artery. If polymer layers and bioligand are non-covalently attached to the 
metal stent, they can desorb due to weak interactions with the surface and 
cause unfavorable reactions. Cells and proteins in bloodstream can readily 
displace the physically-adsorbed polymers from the surface. Along the lines 
of fabricating the efficient, robust, and reliable EPC-capturing stent, we 
approached surface modification via chemical bonding. 
 
In this study, we developed the smooth and PEG-grafted stent to make the 
surface biocompatible according to the aforementioned description. On this 
surface, VE-cadherin antibody as an EPC-capturing ligand was immobilized 
(Figure 29).  
 
  
Figure 29. Graphical concept of our EPC-capturing stent. 
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The stepwise process for fabricating the EPC-capturing stent by antibody 
immobilization onto PEG-grafted surface is illustrated in Scheme 4.  
 
 
Scheme 4. The illustration of anti-vascular endothelial-cadherin  
         (VE-cadherin) antibody immobilization on the silanized and 
         polymer-grafted stainless steel stent.  
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III.2.1. Silanization and PEG Grafting 
 
In this case, we skipped the electropolishing step, because we purchased 
electropolished stents. The bare hydrophobic stainless steel stent surface was 
changed to a highly hydrophilic one by acid treatment, causing hydroxyl 
groups to become exposed on the surface. Right after, acid-treated stent was 
silanized by GPTS as an organosilane coupling agent, which introduced an 
epoxide group on surface.  
 
As a PEG polymer could effectively reduce nonspecific proteins binding,  
the Jeffamine
®
 (M.W. 1,500) polymer, which has a PEG unit, was grafted to 
the epoxide group-introduced stent. We have already confirmed that the 
surface hydrophilicity of stainless steel, the bulk material of stents, was 
effectively enhanced by PEG polymer grafting through the comparison of the 
contact angles between a bare stainless steel plate (78.81.9) and a 
Jeffamine
®
-grafted stainless steel plate (46.04.0) as shown in Figure 30
106
. 
Based on this, the epoxy-functionalized stent reacted straightforwardly with 
the amine groups of the PEG polymer under basic conditions. Another free 
amine group of the grafted PEG polymers was applied for anti-VE-cadherin 
antibody coupling after the proper activation steps.  
             
                (a)                         (b) 
Figure 30. Contact angle images of (a) bare stainless steel surface and 
             (b) PEG-grafted stainless steel surface.       
 66 
Morphological Analysis 
Each surface modification step for bare, silanized, and PEG-grafted stents 
was followed by AFM analysis to observe the surface topography and 
roughness (Figure 31). Bare stainless steel stents had very smooth surfaces in 
the nanometer scale due to the electropolishing process
107
. Their surfaces 
became gradually roughened by silanization and the PEG-grafting steps. After 
the silanization step, many tiny peaks were newly detected on the smooth 
surface of the stent. Thicker and higher peaks were observed after PEG-
grafting due to the polymer volume. Accordingly, the root-mean-square, 
degree of surface roughness, increased as the surface modifications proceeded 
from a bare stent (1.074) to a silanized stent (1.295) and then to a PEG-grafted 
stent (3.655). In this regard, RMS increment after PEG grafting indicates that 
the polymer layer on stent is same brush type as on stainless steel plates.  
 
Besides, it was also demonstrated that all the topography is very uniform 
and thin over the scan area. Based on these results, we can conclude that each 
surface modification step proceeded without any defect spots. 
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         (a)                            (b) 
      
          (c)                            (d) 
      
          (e)                            (f) 
Figure 31. Atomic force microscopy (AFM) images of bare stent (a, b),  
         silanized stent (c, d), and polymer-grafted stent (e, f). 
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Compositional Analysis 
The surface-modified stents were further analyzed by AES depth 
profiling analysis to observe any change in elemental composition with depth 
from the surface
108 
as shown in Figure 32. At first, Figure 32 shows a very 
thin carbon layer due to the carbon contamination on the surface. Except for 
the carbon contamination, iron was observed as the most abundant element on 
the bare stent surface (Figure 32a), as expected. In Figure 32b, silanization 
dramatically increased carbon and silicon contents, which obviously indicates 
that silanization on stainless steel stent was successful. The thickness of this 
organosilane layer was expected to be around 3 nm. Examining the signals at 
the start time, Figure 32c, obtained from PEG-grafted stent, showed more 
carbon content (60% vs. 41%) and less content of silicon (18% vs. 22%) than 
the ones from silanized stent (Figure 32b).  It is attributed to the somewhat 
thick polymer layer of which backbone is [-O-CH2-CH2], thereby shielding 
silicon signal. Moreover, carbon content decreased with depth as the surface 
etching proceeded, whereas iron and chrome contents became higher on the 
etched surface than those in the grafted layer. This result indicates that the 
PEG polymer was thoroughly grafted. In addition to this, it took longer time 
to observe the iron content than the silanized stent surface, which also proved 
the polymer grafting.  
 
In the depth profile analysis of PEG-grafted stent, the composition of 
carbon, silicon, iron, and chrome were not changed until approximately 12 nm. 
It means that the surface-modified stent had approximately 12 nm polymer 









Figure 32. Auger electron spectroscopy (AES) depth profile spectra of 
         (a) bare stent, (b) silanized stent, and (c) polymer-grafted stent. 
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Analysis of Amino Group Distributions on the Stent Surface 
To analyze the functional group distributions, FITC was conjugated under 
basic conditions, to the free amino group of the PEG polymer on the stent 
surface. The entire PEG-grafted stents exhibited uniform and obvious 
fluorescence over the scan area on CLSM analysis (Figure 33b). However, 
BMS did not show any strong fluorescence intensity as shown in Figure 33a, 
because there was no functional group which could react with FITC.  
 
These results indicate that the bare stent surface was homogeneously 
modified with the Jeffamine
®
 polymer which has amino groups. Additionally, 
we can also confirm that the activity of the amino group was well-preserved; 
thus, the polymer-grafted surface could be directly used for antibody 
immobilization. 
 
    
                (a)                             (b)            
Figure 33. Confocal laser scanning microscopy (CLSM) images of  
         (a) FITC-treated bare stent and (b) FITC-treated polymer- 
         grafted stent. 
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III.2.2. Antibody Immobilization 
 
The anti-VE-cadherin antibody was immobilized to the polymer-grafted 
stent as the final modification step. We employed the peptide bond formation 
protocol because the antibody contained amino groups on its surface.  
 
To immobilize the anti-VE-cadherin antibody, the exposed amino groups 
on the stent were modified and activated. Firstly, the free amine group of the 
PEG polymer on the stent was reacted with succinic anhydride to introduce 
carboxyl group onto the stent, and then the carboxyl group was activated by 
DIC and NHS. Herein, N-hydroxysuccinimide ester was selected as an 
activator, because its by-product after peptide coupling is water-soluble and 
thus suitable for coupling an antibody
109
. The activated carboxyl group could 
react easily with the free amino group of the antibody. In conclusion, we 
successfully introduced the anti-VE-cadherin antibody to the surface-activated 
stent as shown in Scheme 5.  
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Scheme 5. Antibody coupling via peptide bond formation. 
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Topographical Analysis 
The antibody immobilization step was confirmed by FE-SEM, EDX, and 
CLSM-based immunoassay using fluorescence dye-conjugated secondary 
antibody. As expected, dramatic changes in the surface topography of the 
polymer-grafted stent and antibody-immobilized stent were observed on the 
FE-SEM images (Figure 34). After the antibody immobilization, a large 
number of bulges in the size range of 100~150 nm appeared homogeneously.  
 
 
                             (a) 
 
                             (b) 
Figure 34. Field-emission scanning electron microscopy (FE-SEM) 
         images of (a) PEG-grafted stent and (b) anti-vascular 
         endothelial-cadherin antibody-coated stent. 
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Compositional Analysis 
Slight changes of atomic composition were also observed in the EDX 
analysis (Table 7). Carbon and oxygen contents increased after anti-VE-
cadherin antibody immobilization, when compared with the PEG-grafted stent 
and the bare stainless steel stent, while the iron content remained low. This is 
due to the increase in thickness of the carbon-based layer derived by 
conjugating the antibody on the polymer.  
 
Table 7. Atomic Composition of Surface-modified Stents (at. %) 
Sample   C   O   Cr   Fe 
Bare stent 13.8 3.3 18.9 50.6 
PEG-grafted stent 31.4 14.9 1.8 30.7 
Antibody-conjugated stent 35.5 15.4 2.2 24.6 
 
Secondary Antibody Immnoassay 
We performed the immunofluorescent staining of anti-VE-cadherin 
antibodies with anti-rabbit IgG antibodies on our EPC-capturing stent to 
clearly demonstrate whether anti-VE-cadherin antibody was immobilized on 
the stent after surface activation or not. Figure 35 showed that homogenous 
fluorescence was detected from the EPC-capturing stent, which proved to 
even distribution of the antibody, but only partial fluorescence was observed 
from the bare stainless steel stent, which was expected due to the non-specific 




                               (a) 
 
                                (b) 
Figure 35. Confocal laser scanning microscopy (CLSM) images of  
         (a) Alexa Fluor-conjugated secondary antibody-treated bare 
             stent and (b) Alexa Fluor-conjugated secondary antibody- 
             treated EPC-capturing stent. 
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Macro Level Surface Coating Integrity 
Even though all surface modification steps of stent were performed in 
collapsed state, the surface modification should not be changed after stent 
expansion. Therefore, we checked the overall quality of the surface-modified 
stent at the expanded state. FE-SEM image of our EPC-capturing stents 
demonstrated fully smooth and complete surface integrity. Also, we could not 
observe any tear and delamination of surface coating which is composed of 
polymers and antibody (Figure 36). Thus, the surface of our EPC-capturing 
stent was proved to be homogeneous and robust.    
 
   
(a) 
   
(b) 
Figure 36. Field-emission scanning electron microscopy (FE-SEM)  
         images of (a) bare stainless steel stent and 
         (b) EPC-capturing stent after stent expansion. 
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III.3. Capability of EPC-capture and Endothelialization 
 
EPC and Vascular Injury 
Endothelial denudation is a primary event after balloon angioplasty and 
stent deployment
110
. The lack of functional endothelium and subsequent 
inflammatory cell infiltration into the injured site cause the failure of stenting 
surgery. Herein, EPCs can play a key role in repairing the vascular injury.  
 
EPCs are heterogeneous cell populations and can be largely divided into 
2 different types; early myeloid EPC vs. late EPC. They have quite different 
characteristics in their morphology, proliferation rate, and survival ability. 
Early EPCs are spindle-shaped, have a short lifespan, and enhance 
neovasculogenesis by secreting angiogenic cytokines. On the other hand, late 
EPCs have cobblestone appearance, show a long lifespan, and contribute to 
neovasculogenesis by providing endothelial cells based on their high 




VE-cadherin as an EPC-capturing Target 
As we have previously mentioned, the choice of EPC-capturing molecule 
is crucially important. Although CD34 is one of the representative markers of 
EPC, it is not enough to capture only EPC.  
 
We suggested that late EPCs are more desirable target for our surface-
modified stent because late EPCs are actual building blocks for re-
endothelialization. Previous study reported that late EPC expressed VE-
cadherin abundantly on their surfaces while early EPC and other leukocytes 
did not express it. Therefore, VE-cadherin is considered as an ideal surface 
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marker to recruit circulating EPCs, exclusively late EPCs. VE-cadherin is 
expressed in adherent junctions of endothelial cells and exerts important 
functions such as intracellular signaling as well as cell-cell adhesion
112
. 
Additionally, it is known to regulate diverse cellular processes such as cell 





III.3.1. Cell Specificity of Surface-modified Stents  
 
We performed head-to-head comparison of EPC specificity between the 
surface-modified stent and the unmodified one to confirm whether our 
approach is effective at the cellular level. Suspended late EPCs were perfused 
from side to side in a cell-stock tube to confirm the effect of our surface-
modified stent on EPC capture. After 30 min, the surface-modified stents 
captured 93 ± 5 EPC per strut, whereas the bare stainless steel stent captured 
16 ± 2 EPCs per strut on their surface as shown in Figure 37 and Figure 38a, 
b. In conclusion, our EPC-capturing stents captured significantly more late 
EPCs than the bare stainless steel stents (p=0.015).  
 
In contrast, when incubating the stents with THP-1, THP-1 was adsorbed 
on the bare stainless steel at similar level as EPCs, whereas less THP-1 was 
adsorbed on our EPC-capturing stent (Figure 38c, d). This result indicates 
that the BMS has no cell specificity, whereas the EPC-capturing stent 
selectively recruited EPCs. This high specificity is totally due to our surface 
modification. We could say that the hydrophilic polymer grafting played a 
significant role to repel unwanted proteins and cells. Furthermore, we could 
determine that the anti-VE-cadherin antibody did not capture other cells such 
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as monocytes and that the THP-1 did not bind to the Fc portion of the anti-VE-
cadherin antibody. Therefore, we suggest that our strategy of combining 
hydrophilic polymer grafting and antibody coupling effectively provide stents 






Figure 37. Field-emission scanning electron microscopy (FE-SEM)  
         images for EPC capture on (a) surface-modified stent and 
         (b) unmodified stent. 
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               (a)                             (b) 
   
                (c)                            (d) 
Figure 38. Fluorescence images of (a) surface-modified stent capturing 
         endothelial progenitor cells (EPCs) labeled with CFSE 
         (green), (b) unmodified stent adsorbing a small number of 
         EPCs, (c) surface-modified stent minimally adsorbing THP-1 
         cells tagged with cell stalker (red), and (d) unmodified stent 






Figure 39. Comparison of cellular specificity between our EPC- capturing 
         stent and bare stainless steel stent. Merged images of 
         (a) surface-modified stent of EPC and THP-1 and  
         (b) unmodified stent of EPC and THP-1.  
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III.3.2. Endothelialization on the EPC-capturing Stent 
 
Immediately after attachment of suspended late EPCs onto the surface of 
EPC-capturing stents, spherical-shaped EPCs spread out laterally, became flat 
and smooth, and finally started to endothelialize the stent surface. The image 




Figure 40. Field-emission scanning electron microscopy (FE-SEM)  
             image of endothelial progenitor cells (EPCs) spread on 
             stent surface. 
 
Additionally, EPC-capturing stents were treated with late EPC 
suspensions and then captured EPCs were incubated for 48 hr to observe the 
growth and endothelialization of late EPCs on the stent surface. At 1 hr, a 
number of cells were observed on the stent surface, but it was only partly 
endothelialized (Figure 41a). However, after 48 hr incubation, EPCs had 
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largely proliferated and grown to near-confluence level; thus, the stent surface 
was mostly endothelialized (Figure 41b). This endothelialization is attributed 
to the exclusive expression of VE-cadherin on late EPC, contributing to 






Figure 41. Endothelialization on the antibody-conjugated stent after  
         endothelial progenitor cells (EPCs) capture. Confocal laser 
         scanning microscopy (CLSM) images of EPC-incubated stent 
         after (a) 1 hr and (b) 48 hr. 
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III.4. Vascular Re-endothelialization and Neointimal 
     Hyperplasia after Stenting 
 
Comparative Paired Rabbit Iliac Artery Model 
Many animal models have been used for clinical study of stent. Common 




In this study, we chose a comparative paired rabbit iliac artery model to 
perform head-to-head clinical comparison of bare stainless steel stent and 
EPC-capturing stent, because rabbit iliac arteries are paired
115
. Moreover, their 
dimensions (~3 mm) and blood flow rates (~17 cm/sec) are similar with those 
of the human coronary artery
116
. Two stents, identical in material, size and 
design but different in surface properties, were simultaneously implanted 
under identical conditions in left and right iliac arteries of each rabbit (Figure 
42). Therefore, we could identify the effect specific to the surface coating, 
based on its own control concept. The cholesterol diet was fed to the rabbit to 
reproduce conditions that predispose to the need for human arterial 
angioplasty such as atherosclerosis. 
 
  




III.4.1. Endothelialization in the Vessel 
 
We investigated in vivo efficacy and relevance of our EPC-capturing 
stents. Schematic diagram of study design and end points are previously 
illustrated in section II.4.3. At 3 days after stenting of EPC-capturing stents or 
bare stainless steel on the right and left iliac arteries in the same animal, we 
directly evaluated the vascular re-endothelialization by FE-SEM. We could 
identify not only definite difference between them but also rapidness of 
endothelialization of our EPC-capturing stent. Detailed morphology showed 
that over 90% of the surface of the EPC-capturing stent was covered with 
endothelium, while bare stainless steel stent was covered less than 10% of the 
surface (Figure 43). 
 
As demonstrated above, the surfaces of the EPC-capturing stent were 
almost completely re-endothelialized on the third day of stent implantation. To 
further analyze status of the initial cells attaching on the EPC-capturing stent, 
we harvested the stented rabbit iliac arteries and explanted vessels were 
stained with CD31/PECAM-1 at 48 hr after stent deployment. At this time, the 
stent surface was not yet fully re-endothelialized. Confocal microscopic 
examination showed that many cells were attached on the EPC-capturing stent 
and most of them were stained with antibody against CD31/PECAM-1 
(Figure 44a). As CD31/PECAM-1 molecules are expressed at high levels 
specifically localized to endothelial cell junctions, their antibodies have been 
frequently used as endothelial marker. Based on a large number of cells 
positive for CD31/PECAM-1 expression (red), we can clearly confirm that the 
initial captured cells are in endothelial lineage. In contrast, a few cells were 
found on the bare stainless steel stent and there was no CD31/PECAM-1 







Figure 43. In vivo confirmation of vascular re-endothelialization after  
         implantation to rabbit iliac artery; (a) EPC-capturing stent, 






Figure 44. Confocal microscopic images of luminal surface stained with 
         CD31/PECAM-1 antibody at 48 hr after stent deployment; 
         (a) EPC-capturing stent, (b) bare stainless steel stent.  
             Red color means CE31/PECAM-1 expression and blue color 
             is DAPI’s nuclear counterstain. 
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III.4.2. Neointimal Hyperplasia Measurement 
 
As described in section I.4.1, in-stent-restenosis is closely related to 
neointimal hyperplasia. Neointimal hyperplasia is influenced by re-
endotheliazation, because vascular SMC migration and mobilization of 
smooth muscle progenitor cells to vascular injury site arises within 24 hr after 
the endothelial denudation
118
. In this regard, we would investigate the long-
term neointimal hyperplasia derived from the difference of re-
endothlialization rate in short period.  
 
At 6 weeks after stenting, we harvested iliac arteries to evaluate the 
degree of neointimal hyperplasia. In morphometric view, our EPC-capturing 
stents showed a significantly smaller neointimal area than bare stainless steel 
stent (Figure 45). This histology demonstrated that our surface modification 
can effectively reduce neointimal hyperplasia. It is due to the capability of 
specific capturing EPCs and facilitating re-endothelialization within 3 days. 
The measured neointimal areas are 0.95±0.22 mm
2
 in EPC-capturing stent and 
1.34±0.43 mm
2
 in bare stainless steel stent, respectively (p=0.02, n=10). 
Converting into a rate roughly, EPC-capturing stent can inhibit neointimal 
hyperplasia, about 29.1% at 6 weeks. Given that the experimental rabbits were 
very young and healthy, this rate is excellent. Taken these in vivo data together, 
we can conclude that our EPC-capturing stents capture endothelial lineage 






Figure 45. Dissected histologic images of the iliac arteries at 42 days  
         after stent deployment; (a) EPC-capturing stent, 
         (b) bare stainless steel stent. 
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III.4.3. Immunohistochemical Analysis of the Neointima 
 
To address the potential concerns about non-specific inflammation due to 
surface coating, we performed immunohistochemical staining on neointimal 
area of the iliac arteries obtained at 6 weeks after stent implantation. 
Macrophage infiltration into the stented arteries was assessed by staining with 
RAM11. RAM11 has been commonly used for immunohistochemical analysis 
of rabbit macrophages, especially in the cellular analysis of the atherosclerotic 
lesions
119
. The degree of RAM11 staining can be translated to inflammatory 
activity, because the inflammation cascade is initiated by mainly resident 
macrophages. Although there is the additional coating composed of silane, 
polymer, and antibody in our EPC-capturing stent, the detected difference 
between EPC-capturing stent and bare stainless steel stent was limited and 
two staining images were similar as shown in Figure 46.  
 
These data indicate that anti-VE-cadherin antibodies as well as polymers 
coated on the stent struts do not cause any non-specific inflammation at least 
at the time of 6 weeks after stent deployment. Through this result, we suggest 
that the rapid re-endothelialization fundamentally blocks innate inflammation 
for foreign stent and our coating itself causes any special non-specific 









Figure 46. Immunohistochemical images stained with RAM11 antibody  
         at 6 weeks after stent deployment; (a) EPC-capturing stent,  
         (b) bare stainless steel stent. 
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In addition to macrophage infiltration, we assayed the PCNA expression 
to check the possibility of further neointimal hyperplasia in the stented vessel. 
PCNA is originally identified as a protein that is expressed in the nuclei of 
cells during the DNA synthesis phase of the cell cycle and thus its 
immunocytochemistry can represent the present activity of neointima. 
 
 Immunohistologic staining with PCNA demonstrated that a 
considerable number of proliferating cells were found in the neointimal area 
of the both stent groups, EPC-capturing stent and bare stainless steel stent. 
However, the proportion of proliferating cells was much higher in the bare 
stainless steel group, compared with the EPC-capturing stent group (Figure 
47). Calculating the proliferating cell count in 1 mm
2
 area, the number in 
EPC-capturing stent was 1650 ± 578 and it is less than half of the number in 
bare stainless steel stent, 3921 ± 101. This result suggested that the 
proliferative activity of the neointimal area at 6 weeks after stent deployment 
is still higher in bare stainless steel stented segment than EPC-capturing 
stented one. Therefore, we can deduce that the vessel stented by bare stainless 
steel will proceed with the neointimal hyperplasia. On the other hand, as EPC-
capturing stent showed the lower proliferative activity, it is expected to result 







Figure 47. Immunohistochemical images stained with PCNA antibody 
         at 6 weeks after stent deployment; (a) EPC-capturing stent, 





Our study demonstrates a facile method to fabricate biofunctional stents 
with EPC specificity by combining acid-treatment, silanization, polymer 
grafting and antibody immobilization. It is a simple dip-coating process that 
can be widely applied to various devices of any geometry in addition to stents. 
A variety of analyses including AFM, AES, FE-SEM, and CLSM showed that 
our strategy resulted in successful covalent immobilization of antibody on the 
biocompatible surface. Here, the hydrophilic polymer layer served to create a 
non-biofouling interface and the immobilized antibody provided specific 
biological functionality. 
 
As a basic study, we presented a correlation between the surface 
properties and the protein adsorption in terms of the roughness and 
hydrophilicity. For this correlation study, various surfaces (smooth vs. rough, 
hydrophilic vs. hydrophobic) were prepared by elecropolishing and polymer 
grafting. The fibrinogen adsorption assay on bare and the surface-modified 
stainless steel plates revealed that we could reduce non-specific protein 
adsorption as much as ~80%, comparing to bare stainless steel plate. Thus, 
smoothened and hydrophilic polymer-grafted surface was the best of choice 
for fabricating biofunctional EPC-capturing stent as it can effectively decrease 
bio-fouling such as protein adsorption and thrombogenesis. 
 
As a result of this study, the surface modification procedures for EPC-
capturing were established. Each of experimental steps and analysis results 
were as follows.  
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Firstly, we generated biocompatible stent through electropolishing and 
hydrophilic polymer grafting as we expected. This surface-modified stent 
dramatically reduced the non-specific adsorption and uniformly introduced 
functional groups. Using these functional groups, we could immobilize anti-
VE-cadherin antibody which is the powerful ligand to capture late EPCs from 
bloodstream.  
 
Secondly, it is confirmed that our EPC-capturing stent selectively 
recruited EPCs and promoted endothelialization on the interface, indicating 
that it can induce re-endothelialization on the stent surface as soon as stenting. 
In vitro cell adsorption test showed that the surface-modified stent could 
interact with EPCs, but not with THP-1, another blood cell. On the other hand, 
bare metal stent adsorbed both EPC and THP-1 without any preference. 
Through this head-to-head comparison between the EPC-capturing stent and 
the bare metal stent, we proved the EPC specificity of our approach.  
 
Finally, through in vivo animal experiment, we demonstrated that our 
EPC-capturing stent rapidly completed re-endothelialization within 3 days and 
prevented re-narrowing of vessels at 42 days. Being different from 
commercial stents, the stented vessel was fully re-endothelialized in a few 
days and thus the risk of in-stent thrombosis is expected to decrease 
significantly. On the contrary, in the case of bare metal stent, the only partial 
surface of stent was covered with cells at 3 days and its restenosis area was 
bigger. Additionally, the surface coating with silane, polymer and antibody 
did not induce any further inflammation in terms of macrophage infiltration. 
Our surface modification technology to selectively capture circulating late 
EPCs can actually induce not only the prevention of stent thrombosis but also 
the inhibition of neointimal growth, thereby unraveling major problems after 
stenting. 
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This opens a new prospect to develop high-performance EPC-capturing 
stents that can effectively prevent stent thrombosis and restenosis as well. It 
will also give significant impacts on blood-contacting devices such as 
artificial vessels, if provided with specific cells or molecules which exist in 
the biological system. Far beyond this, our bioconjugation chemistry can be 
widely applied to other biomaterial functionalization, biosensor development, 
and therapeutic design as well as next-generation stent fabrication.  
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V. Future Work 
 
Recently, we comparatively evaluated whether anti-VE-cadherin 
antibody-coated stents might accelerate vascular re-endothelialization and 
reduce neointimal formation more than anti-CD34 antibody-coated stents
120
. 
Herein, the stainless steel stents were immobilized with anti-VE-cadherin 
antibodies or anti-CD34-antibodies under the same condition such as PEG 
grafting. The anti-VE-cadherin antibody-coated stents showed higher number 
of captured EPC (823.6±182.2 vs. 379.2±137.2) and smaller neointima 
(0.92±0.38 vs. 1.24±0.41 mm
2
) at 42 days in the rabbit iliac artery study. 
However, this study only focused on the efficacy of two antibodies and we 
have not compared our EPC-capturing stents to commercial OrbusNeich’s 
Genous R
TM
 stents. Hereafter, the direct comparison with Genous R
TM
 stents 
is necessary to show superiority of our EPC-capturing stent. 
 
In immobilizing anti-VE-cadherin antibodies on the PEG-grafted stent, 
the orientation was not controlled. Partly, Fab portions of the antibody might 
be coupled with the polymer surface and thus the EPC-capturing ability was 
not maximized. To improve the efficacy of capturing EPCs, the controlled 
antibody orientation on stent should be investigated. 
 
For closer investigation, more information of anti-VE-cadherin antibody 
and EPC are required. However, the biology of EPC such as surface antigens 
is not fully understood. If we know the dimension of antibody and the VE-
cadherin expression level on EPC membrane, the EPC-capturing ability per 
stent strut could be estimated. The biology of EPC should be regularly tracked 
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Figure A.1. AES spectra of bare stainless steel stent. 
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Figure A.2. AES spectra of silanized stainless steel stent. 
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Figure A.5. ATR-FTIR spectra of silanized stainless steel stent. 
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Abstract in Korean 
 
심혈관질환 치료에 널리 사용되는 스텐트는 최근 기술적 진보를 
거듭하며 성능이 개선되고 있지만, 재협착 및 혈전증 문제가 여전히 
발생하고 있다. 이에, 혈관내피 줄기세포(EPC)를 선택적으로 
포획함으로써 기존 문제를 한번에 해결하는 EPC 포획 스텐트에 
대한 개발이 활발히 진행되고 있다.  
본 연구에서는 친수성 고분자를 그래프팅하고 VE-cadherin 
항체를 고정화하여 혈관내피 줄기세포만 선택적으로 포획하는 
스텐트를 개발하고자 하였다. 먼저 스텐트의 재료인 스테인리스 
스틸의 표면성질과 단백질 흡착간의 상관관계를 정량 분석했다. 
스텐트 표면에 단백질 등의 생체분자가 비특이적으로 흡착하면 
부작용이 발생할 뿐만 아니라, 혈관내피 줄기세포의 포획효율도 
떨어지기 때문에 단백질 흡착을 억제하는 표면개질 연구는 매우 
중요하다. 실험 결과, 표면이 매끄럽고 친수성을 보일수록 단백질의 
흡착을 효과적으로 억제하는 것으로 나타났다. 따라서 이 
표면성질을 스텐트 개발에 가장 적합한 것으로 판단하였다. 
이를 바탕으로, 스텐트 표면을 산처리, 실란화 반응, 고분자 
그래프팅, 항체 고정화의 순으로 개질하였다. 표면개질의 방법은 
혈관내부의 가혹한 물리화학적 환경을 감안하여 안정성이 떨어지는 
물리적 흡착이 아닌, 공유결합 기반의 화학적 합성법을 채택하였다. 
그리고 각각의 단계는 AFM, AES, FE-SEM, CLSM 등 다양한 
표면분석기기를 통해 그 진행여부를 확인하였다. 
 EPC 및 THP-1 세포와 반응을 시켜본 결과, VE-cadherin 
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항체가 고정화된 스텐트는 일반 금속 스텐트에 비해 EPC는 더 
많이 포획하는 반면, THP-1의 흡착은 효과적으로 억제하는 모습을 
보였다. 또한 포획된 EPC는 스텐트에 흡착되자마자 바로 증식을 
시작하면서 빠르게 내피화를 진행하였다. 
더 나아가 이렇게 표면개질된 스텐트가 일반 금속 스텐트에 
비해 실제 임상적 효능이 우수한지를 토끼 장골혈관내에 스텐트를 
삽입하는 비교실험을 통해 확인하였다. 스텐트 시술 3일후 일반 
금속 스텐트의 내피화 수준은 10% 미만에 불과했으나, 표면개질된 
스텐트는 90% 넘게 내피화가 진행되었다. 또한 42일 후 측정한 
신생내막 분석에서도 표면개질된 스텐트가 일반 금속 스텐트 대비 
30% 가량 과증식이 억제되었음을 관찰할 수 있었다. 또한 본 
연구의 표면 코팅기술은 면역조직검사에서 특별한 염증반응을 
유발하지 않은 것으로 확인되어 체내안전성도 우수한 것으로 
판명되었다.  
본 연구를 통해 새롭게 개발된 스텐트는 세포 및 동물실험 
모두에서 일반 금속 스텐트 대비 월등히 우수한 결과를 보여 
주었다. 이 표면처리기술은 생체물질에 대한 높은 특이성을 가지기 
때문에 향후 차세대 스텐트 개발은 물론 바이오센서, 바이오칩, 
생체재료 등 다양한 연구분야에서 활발히 적용될 수 있을 것으로 
기대된다.  
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